[Mathematical processing of the keratograms].
The paper deals with the mathematical processing of keratograms of a new keratoscope designed by the authors. A method of describing the curve of the corneal surface section (to a certain degree) by polynomial is under consideration; the method's accuracy is assessed. The calculations' results reveal a practical suitability of the methods for measuring and for the mathematical processing of keratograms.